Aim: Paclitaxel-eluting stents' (Eluvia and Zilver PTX) effectiveness has been recently reported for femoropopliteeal (FP) lesions. However, there is no evaluation of one-year late lumen loss (LLL). Therefore, we evaluated one-year LLL after implantation with Eluvia or Zilver PTX.
Introduction
To date, endovascular therapy (EVT), combined with a nitinol stent, as the revascularization method for peripheral artery disease (PAD) with femoropopliteal (FP) lesions has shown better short-and mediumterm results compared to using only a balloon [1] [2] [3] [4] [5] [6] . However, the problem of restenosis occurring during the chronic phase has not yet been resolved. With the introduction of the drug-coated balloon (DCB), the rates of both restenosis and target lesion revasculariza-Copyright©2019 Japan Atherosclerosis Society This article is distributed under the terms of the latest version of CC BY-NC-SA defined by the Creative Commons Attribution License. the same direction. An independent core lab measured QVA (lesion length, reference vessel diameter, % diameter stenosis, minimum lumen diameter [MLD], LLL) and peripheral arterial calcium scoring system (PACSS) grade 11) with CAASV software (version 5.9.2; Pie Medical Imaging, Maastricht, the Netherlands).
The study protocol was approved by each hospital's ethics committees, and the study was performed in accordance with the Declaration of Helsinki. Every patient provided written informed consent.
Study Outcome Measures
The primary outcome measure was 12-month angiographic LLL. The secondary outcome measures were binary restenosis and clinically-driven target lesion revascularization (CD-TLR) at 12 months.
Procedures and Follow-Up
All patients were medicated with dual antiplatelet therapy (Aspirin 100mg/day clopidogrel 75 mg/ day) before the procedure. After insertion of a 6Fr sheath, an intra-arterial bolus of 5000 IU of heparin was injected and supplemented, as required, to maintain an active clotting time of 200 s. A 0.035-, 0.018-or 0.014-inch guidewire was used to cross the lesion. After passing the wire, balloon angioplasty was performed. All lesions were dilated with an optimally sized balloon. Two types of drug-eluting stents were used: Eluvia (Boston Scientific, Marlborough, MA, USA) and Zilver PTX Stent System (Cook Medical, Bloomington, IN, USA). The stent size was chosen to be 1 mm larger than the reference vessel diameter. The lesion had to be fully covered with Eluvia or Zilver PTX.
After the procedure, all patients were prescribed lifelong aspirin (100 mg/day), and prolonged (at least three months) clopidogrel 75 mg/day was recommended. The presence of stent fracture, and duplex ultrasound of the stented vessel, were monitored at 1, 6, 12 months.
Definitions
Restenosis was defined as 50% of diameter stenosis by angiography. Clinically-driven TLR was defined as re-intervention performed for greater than 50% diameter stenosis within 5 mm of the target lesion, identified by angiography after documentation of recurrent clinical symptoms. The LLL was defined as the difference between post-procedural and followup MLD 12) . Negative LLL was defined as a negative LLL value. Stent fracture was defined as clear interruption of stent struts, identified by X-ray from more than two projections, with resulting kink or misalign-RIAL trial 10) , which compared a polymer-coated paclitaxel-eluting stent (Eluvia) to a polymer-free paclitaxel-coated stent (Zilver PTX), revealed that, for primary patency, the Eluvia stent achieved significantly better results than the Zilver PTX stent. However, evaluation of late lumen loss (LLL) findings after stenting has not been reported. Here, we evaluated the one-year LLL for FP lesions implanted with either an Eluvia stent or a Zilver PTX stent.
Methods

Study Design
This was a multicenter, prospective, clinical study in four Japanese institutions between December 2015 and December 2016. Patients eligible for the study were at least 40 years old and had chronic, symptomatic, lower limb ischemia, defined as Rutherford category 2, 3, or 4, and de novo stenotic or occlusive lesions in the native FP artery with at least one below-the-knee runoff patent to the ankle. The vessel diameter was to be ≥ 4 mm and ≤ 6 mm, and the total lesion length was ≥ 30 mm and ≤ 200 mm.
Exclusion criteria were restenosis lesion, renal failure (serum creatinine 2 mg/dL) or dialysis, acute onset ischemia and/or acute thrombosis, presence of aneurysm in the target vessel, use of debulking devices in the target vessel, history of major amputation in the target limb, prior surgery in the target limb, history of myocardial infarction (MI) or stroke/cerebrovascular disease (CVD) within six months, unstable angina pectoris, Type 1 diabetes, history of bleeding diathesis, documented life expectancy 2 years, known hypersensitivity or contraindication to contrast media, known hypersensitivity/allergy to the investigational stent system or protocol related therapies (e.g., nitinol, paclitaxel, or structurally related compounds, polymer or individual components, and antiplatelet, anticoagulant, thrombolytic medications), pregnant, breast feeding, or planning to become pregnant. The study population was included in the IMPERIAL trial. Yoshimitsu Soga, Masahiko Fujihara, Osamu Iida, and Daizo Kawasaki received honoraria (e.g. lecture fee) from the both Boston Scientific Japan and Cook Medical.
After successful implantation of either Eluvia or Zilver PTX, the need for follow-up angiography was comprehensively explained prior to discharge, and patients from whom written consent could be obtained were enrolled. In principle, follow-up angiography was performed after six months 1 month (if possible) and 12 months 1 month. For follow-up angiography, the same site was imaged using a dedicated ruler for quantitative vascular analysis (QVA) in sent (Eluvia group), and one patient underwent bypass surgery (Zilver PTX group) due to restenosis; thus, follow-up imaging could be performed one year later in 45 patients (Eluvia group, 35 patients; Zilver PTX group, 10 patients) ( Fig. 1) .
Outcome Measures (Fig. 2)
The binary restenosis rate at one year was significantly lower in the Eluvia group, at 0% (0/36), than it was in the Zilver PTX group, at 16.7% (2/12) (P 0.012). The one-year TLR was 0% (0/36) for the Eluvia group and 8.3% (1/12) for the Zilver PTX group (P 0.08). Further, two cases of stent fracture were noted in the Eluvia group (5.9%) but none (0%) in the Zilver PTX group (P 0.46). Notably, stent thrombosis was not observed in either group.
Quantitative Vascular Analysis (QVA)
No difference was noted in terms of preoperative and postoperative QVA results between the two groups. In the examination of 17 cases of the Eluvia group and 3 of the Zilver PTX group, in which follow-up angiography could be performed six months later ( Table 2) , MLD was significantly larger in the Eluvia group (4.2 0.9 mm) than in the Zilver PTX group (3.2 0.5 mm) (P 0.07). However, LLL was significantly lower in the Eluvia group (0.12 0.6 mm) than in the Zilver PTX group (1.53 1.1 mm) (P 0.009). We comparatively examined 35 cases of the Eluvia group and 10 of the Zilver PTX group in which follow-up angiography could be performed one year later ( Table 2) . After 12 months, MLD was still significantly larger in the Eluvia group (4.2 1.0 mm) ment along the axial length of the stent. Coronary artery disease (CAD) was defined as stable angina with documented CAD, history of percutaneous coronary intervention, history of coronary artery bypass graft surgery, or previous MI. Cerebrovascular disease (CVD) was defined as a hospital or neurologist's report with a diagnosis of transient ischemic attack or ischemic stroke.
Statistical Analysis
Continuous variables were expressed as mean SD. Differences among treatment groups were evaluated by analysis of variance for continuous variables and by the chi-square or Fisher exact test for categorical variables. A probability value of 0.05 was considered statistically significant.
Results
Baseline
Between December 2015 and December 2016, 66 patients (Eluvia group, 49 patients; Zilver PTX group, 17 patients) were considered eligible for the study; 48 patients (Eluvia group, 36 patients; Zilver PTX group, 12 patients) consented to a follow-up study after one year (Fig. 1) . Patient characteristics are summarized in Table 1 . No significant difference was found in terms of patient characteristics between both groups.
Of the 48 patients (48 lesions) who provided consent for follow-up contrast radiography after one year, one patient died due to a non-cardiovascular disease (Zilver PTX group), one patient withdrew con- LLL than the Zilver PTX group. During the BNS era, the peak of restenosis was one year 13) . In this study, the one-year restenosis rate of the Eluvia group was extremely low (0%). This is a very different result compared to the Innova stent as platform 14) . Thus, whether there is a peak of restenosis for Eluvia should be evaluated using accumulated cases and long-term follow-ups. In this study, negative LLL was observed in 23% patients (8 of 35) of the Eluvia group, wherein the vessel diameter during the chronic phase was larger than that at the final imaging. To investigate previously reported information on aneurysmal degeneration 15) , we performed duplex ultrasound for all cases, but aneurysmal degeneration was not observed in the present study. Similarly, for angiographic follow-up, there was no aneurysmal change exceeding the stent diameter. Some patients had a large negative LLL (Supplement D). The vessel diameter along the stent clearly indicated an enlargement compared with the native vessel on the contralateral side, but aneurysm formation was not observed. Further evaluation is warranted to determine whether such enlargement affects events occurring during the chronic phase.
In this study, although stent thrombosis was not noted in either group, the duration of dual antiplatelet therapy (DAPT) was determined to be at least three months, but it continued in all patients for one year, except in cases involving temporary withdrawal due to dental or surgical treatment. An important factor in the discussion of the possibility of shortening of the DAPT period and optimal DAPT duration is the time when a stent strut is completely covered. If restenosis than in the Zilver PTX group (3.2 0.6 mm) (P 0.0047), and LLL was significantly lower in the Eluvia group (0.60 0.80 mm) than in the Zilver PTX group (1.74 0.89 mm) (P 0.0003). A comparison of contrast-enhanced imaging results of the lower extremities in typical cases after one year revealed a difference in terms of neointimal proliferation. No negative LLL after one year was observed in the Zilver PTX group, but it was observed in 23% (8 of 35) of the Eluvia group (0% vs. 23%, p 0.096; [0.03 to −0.76 mm]). Serial angiographic follow-up cases are shown in Fig. 3 . In the Eluvia group, LLL was very low in each. Representative negative LLL is shown in Fig. 4 . Instent vessel lumen enlargement was found after six months on a follow-up angiogram. It was maintained up to one year. In patients with IVUS findings, lumen narrowing was confirmed in the Zilver PTX group, but there was almost no narrowing in the Eluvia group at one year; the difference in terms of LLL was visually identified as well (Fig. 5) . To confirm the neointimal coverage of Eluvia stent at one year, an angioscope was performed. Angioscopic findings confirmed neointimal coverage of stent struts without thrombus adhesion ( Fig. 6) . All patients were followed up and duplex ultrasound was performed, but aneurysmal degeneration was not observed.
Discussion
In this study, we performed follow-up angiography during chronic phases in the patients of the Eluvia and Zilver PTX groups and compared LLL one year later. The Eluvia group had significantly lower logical evaluation are also necessary. The follow-up angiogram, IVUS and angioscope findings ( Fig. 5, 6 ) suggested neointimal proliferation was well-controlled for at least one year, and neointimal coverage was completed within one year after Eluvia stenting. More follow-up data is needed to verify these findings.
Limitation
This study has certain limitations. First, it was a multicenter, prospective study, and detailed investigation of LLL was performed, but the sample size was relatively small. Regarding negative LLL and aneurysmal degeneration, further examination with a larger number of cases is necessary. Second, because we examined only a group of patients who consented to follow-up angiography, selection bias may be present. Third, in this study, the use of anticoagulants due to the history of atrial fibrillation was not significant difference. However, it was relatively higher based on the small sample size, and therefore might have influenced the chronic outcome. Much more data is needed to verify this finding. Lastly, IVUS and angioscope were performed only in some cases, and not all cases have been shown. However, we believe that the LLL results obtained in the present study are non-contradictory findings.
Despite these limitations, we suggest performing suppression is accompanied by delayed endothelialization, a longer DAPT duration may be desirable owing to the fear of induction of stent thrombosis. However, another concern is careless DAPT continuation due to increased hemorrhagic events, and it is necessary to examine an accurate method for stent coverage evaluation. Nevertheless, in the Zilver PTX group, even when the stent was covered, partial necrotic tissue was noted, rather than a neointima 16) , and the issue was determining how long the stent strut would take for complete coverage after indwelling of the Eluvia stent, and if that occurred, whether it was accompanied by endothelialization. Accumulation of cases and patho- 
Conclusion
Our study demonstrated that one-year LLL in the Eluvia group was significantly lower than that in the Zilver PTX group. 
